Introduction
I ntensity-modulated Radiation Therapy (IMRT) is extensively used in the treatment of malignancies. In this technique, several beams with non-uniform intensity are used [1] . IMRT gives the ability to deliver a conformal dose distribution around the target, while lower doses to the neighboring critical organs enable tumor dose escalation [2] [3] [4] . IMRT with inverse planning system is carried out in 2 ways by applying either multi-leaf collimators (MLCs) or compensator filters [5] [6] [7] . Nowadays, compensator-based IMRTs are formed for attenuating photon flux in open fields, such that the passing intensity plan takes the form of improved dose flux [8] [9] [10] . The compensator technique has multiple advantages and disadvantages in comparison with the MLC technique [1] . Intensity modulation can be performed with higher resolution and smoother dose distribution in consequence of which problems originate from patient movement. Furthermore, the monitor unit (MU) can be reduced because multiple segments are unnecessary [7] ; whereas, MLC systems have limitations in spatial resolution or segmental dimensions because of the increased number of incident monitor units (MU) or increased radiation time. There is also the possibility of patient's movement during treatment [11, 12] . Moreover, because the compensator is static, its quality assurance (QA) stages are much more convenient than that of MLC [9, 10] . In addition, the leakage radiation is higher than that of compensators and other circumstances [13, 14] . Production of a compensator for each patient and field is a time-consuming task; however, outside supply and delivery systems are available [5] . Therefore, compensator IMRT has become a realistic possibility.
Practically, it is impossible to achieve 3D dose distribution delivered to the patient by use of direct measurement; therefore, treatment planning has been used based on calculation models [15] . In radiation therapy, dose calculations are obtained using treatment planning software, and are usually verified by the use of an independent computerized monitor unit calculation routinely or by applying manual calculations. Unlike conventional conformal therapy, the fields formed by use of MLC and compensator in IMRT are provided by inverse planning which due to their complexity, makes manual calculations for dose verification unfeasible [16] . One of the methods used for dose calculation at the points along the central axis and the off-axis is Clarkson's method. This method is used for only open areas in irregular fields that part of which has been shielded [17] ; it is not usable for areas under compensator filters. One of the disadvantages of Clarkson's method is producing the scattered rays "exception of the areas shielded by the block and collimator" in the entire field uniformly. Factors such as the presence of wedge or non-uniformity of surface are disregarded [18] . Since quality assurance is used in IMRT, it is recommended that the verification of plan, pre-treatment measurements and periodic tests of the system are implemented. This method involves some difficulties such as long time needed for the performance of quality assurance test. Therefore, it is important to have an independent and reliable method for evaluating dose in IMRT plan.
The aim of this study is to derive the theoretical dose by using the generalized Clarkson's equation and comparing it with data resulted from the measurement (measured dose) for confirming the Clarkson's equation presented.
Material and Methods

Method of Obtaining Generalized Clarkson's Equation
Clarkson's method is usually implemented for point dose calculation in fields with irregular forms when radiation-sensitive structures are shielded against primary beam or when the field extends beyond the irregularly shaped patient's body contour. Clarkson's method is based on the principle that the scattered component of the depth dose can be calculated separately from the primary component, which is independent of the field size and shape. For each irregular field, scattered dose at each point (Q) is calculated by dividing the field into equal sectors of degrees. The scatter maximum ratio (SMR) values are calculated for sectors using SMR table for circular fields, and summed to give the average scatter maximum ratio ( SMR ) for irregular field according to equation (1) at Point Q.
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Where r i is the radius of the i-th sector at depth d, and n is the total number of sectors (n=2π/Δθ). The computed
by using equation (2):
Where, p d S (r ) is the average phantom scatter factor for the irregular field and p S (0) is the phantom scatter factor for the 0×0 area field. TMR (d, 0) is the tissue maximum ratio for the 0×0 area field. The above equation is strictly valid only for points along the central axis of a beam that is normally incident on an infinite phantom with flat surface.
is converted into percent depth dose by using equation (3):
Where, PDD is the percent depth dose. f is the source to surface distance. d is the depth of measurement. t 0 is the reference depth of maximum dose. 0 P t S (r ) is the average phantom scatter factor for field size at reference depth [17] .
In the common Clarkson's equation, TMR (d, 0) is defined as follows:
In this equation, d is the water depth and μ is the linear attenuation coefficient of water. However, when the compensator filter is put in the direction of radiation, TMR(d, 0) shall be defined as
Where, x is the compensator thickness, μ ' is the linear attenuation coefficient of the compensator. In addition to this, (4), (5) and (6) together, we shall have:
In the conventional Clarkson's equation, SMR value at points fully shielded is zero and, at points present in open fields, the concerned value is one. Therefore, in the presence of a compensator filter, we can use coefficient (2T-1) "by using dosimeter, the doses of the various points of the field were measured for open fields in the absence of compensator filter and also in the presence of the filter, this way, the D/D o ratio, which is equal to T, was derived for all of the points of the field" demonstrating compensator filter effect. Consequently, the general Clarkson's equation for any point of the field shall change as Generalized Clarkson's equation (8):
K P in this equation is the off-axis ratio representing primary dose at interest point relative to that of the central axis. 
T Coefficient is related to each pixel of the fields. Afterwards, the above equation was applied for all sectors, Then, by use of equation (3) 
In the equation (10), SSD Factor is deduced as follows:
Where, SCD is the source calibration distance.
Using equation (12) , the difference percent between theoretical and measured doses can be measured.
Percent error= 100
Measured Teorical
Data Collection
The measurements conditions: photon beams of 6, 10 and 18MV produced by linear accelerator system (Elekta [SL75/25]) manufactured in England, depths of 5 and 10 cm, Output Factor = 1MU/cGy in maximum depth dose, 100 monitor unit (MU), Source Surface Distance (SSD)= 100 cm, field sizes with dimensions of 4x4 cm 2 , 10x10 cm 2 , 15x15 cm 2 and 20x20 cm 2 were used. TMR and PDD values were obtained by the use of diode dosimeter and RFA300 phantom both manufactured by Scanditronix-Wellhofer of Germany-Sweden.
SMR values for field sizes with different dimensions and existing energies were obtained using equation (13):
Data Collection for Compensator Filters
The compensator filters were designed in two forms: flat filter and block-piled-up. For making flat filters, brass plates with 1, 3 and 5 cm thicknesses were provided and these plates were used as filters against radiation. For block-piled-up compensators, cubic blocks made of brass with dimension 1x1 cm3 were arranged for making stepped wedge filters ( Figure 2 ) and Perspex blocks with dimension 1x1 cm 3 were used for filling the empty spaces inside the compensator box made of aluminum. The measurements were performed for the flat filter and open fields in 5 and 10 cm 
Results
In this study, the data related to the theoretical dose presented by the use of generalized Clarkson's equation were derived and compared with the results obtained from practical measurements, and their findings were demonstrated as charts indicating the error percent calculated and measured values. Generalized Clarkson's equation is:
As an instance, the results of comparison of theoretical and measured doses at the energies of 6, 10 and 18 MV in 10 cm depth at the field dimensions of 15x15 cm 2 , with 1, 5 cm thicknesses of flat compensator filters are drawn in Figures 3-5 , and the results of comparison of theoretical and measured doses in block-piledup compensator are drawn in Figure 6 . These results demonstrate the data derived by the use of generalized Clarkson's method in flat and block-piled-up compensator filters are in good agreement with the data resulted from measurement, the highest error of the proposed equation was 3% for flat filter and less than 5% for block-piled-up filter.
Discussion
IMRT has a modulated intensity in the field and works based on inverse planning. In this technique a pencil beam, convolution super- Figure 2 : Schematic design of closed stepped wedge form fields "brass cubic blocks with dimension 1x1 cm 3 were arranged for making stepped wedge filter and Perspex blocks with dimension 1x1 cm 3 were used for filling the empty spaces inside the compensator box made of aluminum". at open points present in the irregular fields, part of which has partially been shielded and, factors such as presence of wedge and/or non-uniformity of surface are ignored. By using the method presented in this study, the capability of calculation of dose changes under compensator filters was attained and, in addition, one can point to the application of this method in IMRT quality assurance as well. In the treatment planning software in the form of inverse planning in IMRT, an intensity plan is derived for each field. If, in IMRT, compensator mode is selected, the intensity plan shall be converted to compensator thickness. In the existing intensity plans, for each point in intensity plan, the I/I o ratio has been obtained by the treatment planning software. Based on I/I o ratio for each point, one can obtain the dose of every point by the use of Clarkson's method. In this study, since the purpose is not the calculation of treatment planning error and only the verification of the presented equation is indicated there. Instead of extracting I/I o ratio from treatment planning software, Mapcheck2 dosimeter was used. Thus, by using dosimeter, the doses of various points of the field were measured for open fields in the absence of compensator filter. In the presence of the filter, in this way, the D/D o ratio, which is equal to T, was derived for all points of the field with 1 cm spatial resolution. In treatment planning system, resolution fluence can be defined equal to 1 cm for deriving the relative intensity plan, then, the intensity plan is extracted. Several randomly selected points of the field were selected and, by using generalized Clarkson's equation, the theoretical doses of those points were calculated and compared with the measured dose of the same points obtained by dosimeter. The results of calculations revealed that the maximum difference percent between the theoretical and measured doses was 3% for flat filter and less than 5% for block-piled-up filter; more errors were observed with block-piled-up filter compared with that of the flat on due to the fact that the existing blocks in the compensator box are arranged alongside each other according to Koji Sasaki's study [19] . Thus, more errors were noted due to the presence of leakage between these blocks. The limitation of the study was the calculation time that can be resolved by software design for the calculations. In our study, efforts were made to eliminate defects existing in other studies to provide the capability for dose calculation at all points under the filter by the use of the presented method.
Conclusion
In this study, we performed the optimization of dose calculation in IMRT technique based on compensator filter by the use of generalization of common Clarkson's equation. The results of this study demonstrated that the presented equation is reliable and valid, and the proposed equation can be applied for dose calculation at all points under the compensator filter or the shielded areas. 
